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METHOD AND DEVICE FOR MEASURING
PHYSIOLOGICAL PARAMETERS AT THE
WRIST

easy to use. The equipment Would then be able to monitor at

least one physiological parameter of the user, Without requir
ing the user to perform any complicated actions and/or to

operate complex devices. Indeed, it Would be highly preferred
for the equipment to be incorporated as part of the regular

CROSS-REFERENCE TO RELATED
APPLICATION

daily living routine of the subject, since the requirement for
any additional or special actions on the part of human subject

This application is a National Phase Application of PCT/
IL02/00995 having International Filing date of 10 Dec. 2002,
Which claims priority from US. patent application Ser. No.
10/006,357 ?led Dec. 10, 2001 entitled, “Method and Device
for Measuring Physiological Parameters at the Wrist,” the
subject matter of Which is incorporated herein by reference.

is likely to result in decreased compliance. In addition, the

equipment should be robust yet inexpensive.
One example of such a device incorporates a Wristband to
attach a physiological sensor to the Wrist of the subject. Cur
rently, a number of different types of such Wri stband devices
are available, most of Which are intended to be used as stand

alone devices to provide information about the subject’s oWn
FIELD OF THE INVENTION

physical condition, mainly for heart rate and blood pressure.
Most of these devices obtain such measurements by using an

The present invention is of a method and device for mea

in?ating cuff, Which is bulky and aWkWard for the subject.

suring at least one physiological parameter of a subject at the

Wri st-mounted heart rate monitors are knoWn to the art and

Wrist, preferably for extracting clinically useful information

have been disclosed, for example, in the patent to Orr et al,

thereof. More speci?cally, the present invention is of a device

20

Which may be Worn at the Wrist of the subject With a strap or

is measured by counting electrical pulses recurring at a
knoWn frequency. The duration of the heartbeat is then related
to a particular average heart beat rate. HoWever, the disclosed

other fastening article, and Which may then be used to moni
tor the subject through measurement of the physiological

parameter.

measurement system does not directly measure the heart rate
25

BACKGROUND OF THE INVENTION

and, therefore, is subject to inaccuracies of measurement due
to the instability of heart beat duration over brief intervals of
time.
A blood pressure measuring device is disclosed in the
patent to PetZke et al, US. Pat. No. 3,926,179, in Which a

Currently, a number of different types of devices are avail
able for monitoring human subjects in a non-invasive manner.
For example, heart function can be monitored in a user

US. Pat. No. 3,807,388, Wherein the duration of a heart beat

30

through the use of electrodes, Which must be attached to the

probe is applied adjacent to the radial artery of a Wrist. A
pressure-sensitive transducer on the probe generates electri

skin of the user. Although non-invasive, such equipment is

cal signals corresponding to the blood pressure pulses of the

nevertheless uncomfortable for the user, Who is attached to a

radial artery. The electrical pulses are applied to analog cir
cuitry that generates a systolic signal corresponding to the

netWork of cables and Wired sensors. In addition, such equip
ment is very expensive, limiting its use to hospitals and other
medical settings in Which both the cost and the discomfort of

35

the patient can be justi?ed. Furthermore, patients may
become anxious When examined by medical personnel,

a substantial amount of poWer to operate and, therefore, is not
suitable for use in a small, compact stand-alone device for

thereby signi?cantly altering the normal readings for these
patients. It should be noted that the terms “subject”, “patient”
and “user” are used interchangeably herein.
HoWever, there are many different situations in Which non
invasive monitoring of a human subject is desired. For
example, such monitoring could be very useful as part of the
overall health maintenance of the human subject, and could
be used in order to detect a deterioration in the physiological
condition of the subject before a concomitant deterioration in

40

systolic and diastolic blood pressure as Well as heart rate. The
45

band of the Watch supports a pieZoelectric transducer that is
held in contact With the Wrist adjacent to the radial artery
When a sWitch on the band is activated. The absolute values
required for this method to evaluate blood pressure cause the

50

ited to excessive Weight gain or less; arrhythmia and other
heart conditions; incipient diabetes in the form of improper
glucose metabolism; and loss of lung capacity or other prob
lems With respiration.
Heart rate and blood pressure are important factors in

being Worn on the Wrist.

A blood pressure and a heart rate measuring Wrist Watch is
also disclosed in the patent to BroadWater, US. Pat. No.
4,331,154, in Which a digital Watch is employed to measure

the health of the subject becomes noticeable. Examples of
adverse physiological conditions Which could be detected
With regular non-invasive monitoring include but are not lim

integrated voltage at the peak of the electrical pulse signal and
a diastolic signal corresponding to the voltage at the loW point
of the pulse signal. The analog device of PetZke et al requires

55

determining the state of a person’s health and the physical

device to be subject to inaccurate readings, since the tissues of
the hand and Wrist may be expected to expand and contract
according to such factors as the time of day, and the condition
of the external environment such as the atmospheric pressure.
Such expansion or contraction may cause different degrees of
tension on the Wrist-mounted device, Which is therefore not
suitable for use Without daily calibrations.
Other Wrist-mounted devices are for Wireless panic alarm

condition of a person’s body in response to physical or emo

systems, mainly for elderly people Who live alone. These

tional stress. Periodic monitoring of these physical param
eters is particularly important for individuals having cardiac
disease and/or loWered cardiac functioning, or high blood
pressure. HoWever, physically healthy individuals may also

devices are usually shaped as a Wristband or a pendant. When
ever the user becomes distressed, the user presses a panic
button located on the device. The device then sends a digitally

60

their normal environment, such as in the home and at the

coded Wireless message to a gateWay device located nearby,
usually in the same room, by using a unidirectional Wireless
data communication link. The gateWay device then contacts a
manually operated contact center, for example With a land
based or cellular telephone connection. A particular identi?er
for the user is usually sent ?rst, after Which the human opera

of?ce for example, the equipment must be non-invasive and

tor is alloWed to talk to the user through a speaker and to listen

Wish to periodically monitor their heart rate and blood pres

sure in stressful situations, for example When engaging in
strenuous exercise.

In order to support regular monitoring of human subjects in

65
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through a sensitive microphone located Within the gateway.
However, none of the above systems contains any physiologi

physiological parameters of the user. These measurements
may be sent directly to the gateWay, or alternatively may be
analyZed in order to compute the medical information of the
user before sending the results to the gateWay. The human
operator Would then preferably be able to assess the user’s
medical condition from the received information.

cal measurement device Within, in order to learn about the
current physiological status of the user.
In such a situation as described above, the operator at the

call center learns about the user’ s condition only by speaking
With the user. HoWever, this is only possible if the user is

Most preferably, the alarm signal is transmitted automati

actually able to speak. High levels of background noise may
also prevent the user from being heard by the microphone of
the gateWay device.

cally upon measurement of one or more physiological param
eters of the user, even if the user is unable to press the panic

button. Optionally, the alarm signal may be given to the user,
additionally or alternatively, for example by sounding an
audible alarm, more preferably from the Wrist-mounted

SUMMARY OF THE INVENTION

device itself.
The device of the present invention also monitors, at least

The background art does not teach or suggest a device

Which can conveniently, non-intrusively and autonomously

periodically or continuously, one or more physiological
parameters of the user. Continuous monitoring Would more
easily enable the device to transmit the alarm signal if one or
more physiological parameters are determined to be outside

measure one or more physiological parameters, in order to

extract medical information such as heart rate, breathing rate
and blood pressure, and Which may be Worn on the Wrist of the
user. The background art also does not teach or suggest such
a Wrist-mounted device, Which can measure such parameters
and then send the information to a contact center or other

of prede?ned criteria, Which may represent such medical
20

loW blood pressure.
According to an exemplary embodiment of the present

location containing medical personnel. The background art
also does not teach or suggest such a Wrist-mounted device

invention, the Wrist-mounted device features one or more
sensors attached to a Wristband or other fastening article. The

Which is compact, non-invasive, and light.
The present invention overcomes these de?ciencies of the
background art by providing a Wrist-mounted device for mea
suring at least one physiological parameter of the user. The
present invention enables such a measurement to preferably
be transformed into medical information about the user, and/
or displays the results on a LCD display. As used herein, the

information as unstable or excessive heart rate, or very high or

25

sensor(s) may optionally be connected to a microprocessor,
optionally by a Wire but alternatively through a Wireless con

nection. The microprocessor may optionally also be located
Within the Wristband, or otherWise attached to the Wristband.

The sensor(s) may optionally support automatic collection of
30

the measurement of the at least one physiological parameter,

term “physiological parameter” refers to the signal Which is

While the microprocessor is able to execute one or more

received from the sensor, While the term “medical informa

instructions for extracting medical information about the user

tion” refers to the information Which may be extracted or

from such measurement(s).

otherWise obtained by analyZing this signal and/or a combi
nation of signals. Such information may then optionally be

35

sent to medical personnel (for example at a contact monitor
ing center) and/ or to a remote server, through a gateWay

device. The gateWay device preferably communicates With
the Wrist-mounted device of the present invention through a
Wireless communication channel.
The present invention has the option to display the medical

40

information to the user on a local LCD display, such that the

user is optionally and preferably able to read the result locally.
Examples of medical information Which may be extracted
from the measured physiological parameter or parameters
include, but are not limited to: heart rate; regularity in heart
rate; breathing rate; arrhythmia of the heart (if any), as Well as

may optionally and more preferably be made, enabling better
45

medical care for the user. According to the present invention
there is provided a device for measuring at least one physi

ological parameter of a subject, comprising: (a) a fastening

the general rhythm and functioning of the heart; blood pres
sure; presence of abnormal body movements such as convul

sions for example; body position; general body movements;

The microprocessor more preferably operates a softWare
program to process and analyZe the data Which is collected, in
order to compute medical information. The extracted infor
mation, optionally also With the raW data, is then preferably
transferred to the previously described gateWay device. The
gateWay device may optionally relay such information to a
remote server, Which more preferably is able to provide such
information to medical personnel, for example as part of a
contact center. Therefore, continuous monitoring of the medi
cal information and/or physiological parameters of the user

50

article for being fastened to a Wrist of the user; (b) at least one
sensor for measuring at least one physiological function of
the user, the sensor may be in contact With at least a portion of

body temperature; presence and level of sWeat; oxygen satu
ration in the blood; and glucose levels in the blood.
In addition to the physiological parameters, the present

the Wrist and the sensor being attached to the fastening article;
and (c) a processor for receiving a signal from the sensor and

invention may measure other parameters that may affect the

one physiological parameter. Optionally, the data may be

subject’s physical condition, including but not limited to

for converting at least one measurement to form the at least
55

ambient temperature and humidity, lighting conditions,
smoke or other material in the air, distance from home etc.

According to another embodiment of the present invention,
there is provided a system for measuring at least one physi
ological parameter of a subject, comprising: (a) a device for

Optionally and more preferably, the present invention also
features an alarm signal for being transmitted through the
gateWay device in order to indicate an emergency or other

60

Wise dangerous situation for the user. The alarm signal may
optionally be transmitted according to a manual action of the
user, such as pressing a “panic button” for example.

Upon receipt of the manually activated alarm signal, the
gateWay Would preferably initiate immediately a call to a

human operated call center. Then the device Would preferably
automatically collect one or more current measurements of

stored on a non-volatile memory for being doWnloaded later
by the user or by an operator.

65

measuring the at least one physiological parameter, compris
ing: (i) a fastening article for being fastened to a Wrist of the
user; (ii) a sensor for measuring at least one physiological
parameter of the user, the sensor being in contact With at least
a portion of the Wrist and the sensor being attached to the
fastening article; (iii) a communication unit for at least trans

mitting data; and (b) a gateWay device for receiving the trans
mitted data for being monitored.

US 7,598,878 B2
5
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According to another embodiment of the present invention,
there is provided a method for monitoring a physiological

the general rhythm and functioning of the heart; blood pres

parameter of a user, comprising: providing a device for moni

sions for example; body position; general body movements;

toring the physiological parameter, the device being attached

body temperature; presence and level of sWeat; oxygen satu
ration in the blood; and glucose levels in the blood.
Optionally and more preferably, the present invention also
features an alarm signal for being transmitted through the

sure; presence of abnormal body movements such as convul

to at least a portion of the user at a pulse point of the user;

monitoring the physiological parameter through the pulse
point; and if a level of the physiological parameter of the user
is outside of an expected range, transmitting an alarm.
According to still another embodiment of the present
invention, there is provided a device for measuring at least
one physiological parameter of a subject, comprising: (a) a
fastening article for being fastened to a Wrist of the user; (b) a
pieZoceramic sensor for measuring at least one physiological
parameter of the user at a pulse point of the Wrist and the
sensor being attached to the fastening article; and (c) a pro

gateWay device in order to indicate an emergency or other

Wise dangerous situation for the user. The alarm signal may
optionally be transmitted according to a manual action of the
user, such as pressing a “panic button” for example.
Most preferably, the alarm signal is transmitted automati
cally upon measurement of the one or more physiological
parameters of the user, preferably even if the user is unable to

press the panic button. Optionally, the alarm signal may be
given to the user, additionally or alternatively, for example by

cessor for receiving a signal from the sensor and for convert
ing the at least one measurement to form medical informa

tion.

Hereinafter, the term “microprocessor” includes, but is not
limited to, general-purpose microprocessor, a DSP, a micro
controller or a special ASIC designed for that purpose.
The method of the present invention could be described as
a process forbeing performed by a data processor, and as such
could optionally be implemented as softWare, hardWare or
?rmware, or a combination thereof. For the present invention,
a softWare application could be Written in substantially any

20

ture and humidity, lighting conditions, smoke and/or other
material in the air, distance from home etc.

Upon receipt of the manually/ automatically activated
25

alarm signal, the gateWay Would preferably initiate immedi
ately a call to a human operated call center. Then the device
Would preferably automatically collect one or more current
physiological measurements of the user. These measure

suitable programming language, Which could easily be
selected by one of ordinary skill in the art. The programming

language chosen should be compatible With the computa
tional device (computer hardWare and operating system)
according to Which the softWare application is executed.

sounding an audible alarm, more preferably from the Wrist
mounted device itself.
An exemplary embodiment of the present invention may
measure also parameters that may affect the subject’s physi
cal condition, including but not limited to ambient tempera

30

ments may be sent directly to the gateWay, or alternatively
may be analyZed in order to compute the medical parameters
of the user before sending the results to the gateWay. The

Examples of suitable programming languages include, but

gateWay may also analyze the measurement, for example

are not limited to, Visual Basic, Assembler, Visual C, standard
C, C++ and Java.

When the measurements are transferred directly to the gate
Way. The human operator, at the medical center, Would then
preferably be able to assess the user’ s medical condition from
the received information. It should be noted that the terms
“medical center” and “call center” are used interchangeably
herein.
The device of the present invention may also monitor, at

35

BRIEF DESCRIPTION OF THE DRAWINGS

The invention is herein described, by Way of example only,
With reference to the accompanying draWings, Wherein:
FIG. 1 is a schematic block diagram of a system according
to an exemplary embodiment of the present invention;
FIG. 2 shoWs an exploded vieW of an exemplary device;
FIG. 3 describes a general state How diagram;

40

user. Continuous monitoring Would more easily enable the
device to transmit the alarm signal if measurements of one or

FIG. 4 describes a bi-directional message format betWeen

the device and the gateWay;
FIG. 5 shoWs an exploded vieW of an exemplary device
With ECG option; and
FIG. 6 is an exploded vieW of an exemplary device, Which

45

example.
According to a non-limiting exemplary embodiment of the
50

DESCRIPTION OF THE EXEMPLARY
EMBODIMENTS

device preferably communicates With the Wrist-mounted
device of the present invention through a Wireless communi
cation channel.
Examples of medical information Which may be extracted
from the measured physiological parameter or parameters
include, but are not limited to: heart rate; regularity in heart
rate; breathing rate; arrhythmia of the heart (if any), as Well as

present invention, the Wrist-mounted device features one or
more sensors attached to a Wristband or other fastening

article. The sensor(s) are preferably connected to a micropro
cessor, optionally by a Wire but alternatively through a Wire

less connection. The microprocessor may optionally also be
55

located Within the Wristband, or otherWise attached to the

Wristband. The sensor(s) preferably support automatic col
lection of at least one physiological measurement; more pref
erably, the microprocessor is able to execute one or more

personnel (for example at a contact monitoring center) and/or
to a remote server, through a gateWay device. The gateWay

more physiological parameters are collected and analyZed by
the microprocessor to form medical information, Which then
could be determined to be above prede?ned criteria, such as
unstable heart rate, or very high or loW blood pressure, for

illustrates the installation of a SpO2 sensor.

The present invention is of a Wrist-mounted device for
measuring at least one physiological parameter of the user.
The present invention enables such a measurement to prefer
ably be transformed into medical information about the user.
Such information may then optionally be sent to medical

least periodically but more preferably continuously, the value
or condition of one or more physiological parameters of the

instructions for extracting clinically useful information about
60
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the user from such measurement(s).
The microprocessor more preferably operates a softWare
program to process and analyZe the data Which is collected, in
order to compute medical information. The extracted medical

information, optionally also With the raW data, is then pref
erably transferred to the previously described gateWay
device. The gateWay device then preferably relays such infor
mation to a remote server, Which more preferably is able to

US 7,598,878 B2
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provide such information to medical personnel, for example

Device 101 may optionally feature a real time clock 117 in
order to provide an accurate time and date for each measure

as part of a contact center. Therefore, continuous monitoring

of the physiological parameters of the user may optionally
and more preferably be made, enabling better medical care

ment, as device 101 can optionally store a feW measurements

before transmitting such data and/ or information to a gateWay
device 110, as described in greater detail beloW. Stored data

for the user.

and/or information may also optionally be used for such
applications as reminding the subject to take medication,

A general, non-limiting example of suitable methods for
measuring the heart rate and/or other heart-related physi
ological parameters of a subject Who is Wearing the device
according to the present invention may be found in the article
“Cuff-less Continuous Monitoring of Beat-To-Beat Blood

perform a prescheduled measurement, and so forth. An A/D

converter 109 With multiple inputs is also optionally and
preferably present if sensor 102 is an analog sensor, in order

to convert the analog signal to a digital signal.

Pressure Using Sensor Fusion”, by Boo-Ho Yang, Yi Zhang
and H. Harry AsadailEEE (also available through http://
2001), hereby incorporated by reference as if fully set forth

Device 101 preferably features an internal communication
unit 104, for at least unidirectional, but more preferably bi
directional, communication With gateWay device 110. Gate

herein, Where systolic and diastolic blood pressure are calcu

Way device 110 may feature a communication unit 107. Com

lated using the pulse pressure shape per heartbeat. The dis

munication unit 104 may optionally communicate With
communication unit 107 through a Wire or alternatively

Web.mit.edu/Zyi/WWW/pdf/IEEETrans2000.pdf as of Dec. 9,

closure does not describe a device Which has the functionality

according to the present invention, but the disclosed method
is generally useful for determining blood pressure from an
external measurement of pres sure from the pulse through the
skin of the subject.
The principles and operation of a device and method
according to the present invention may be better understood
With reference to the draWings and the accompanying

description.

through a Wireless communication link 121. According to a

non-limiting exemplary embodiment of the present inven
20

and hence to device 101, for example by being located at the
user’s premises. As a non-limiting example, gateWay device
110 could optionally be installed in the home of the user.

GateWay device 110 also optionally and preferably fea
25

Referring noW to the draWings, FIG. 1 is a schematic block
shoWn, a system 100 features a Wearable device 101 to be
Worn by a user, preferably as a Wrist-mounted device, for

GateWay device 110 preferably communicates With a
remote server 114 through a data link 120, Which could
30

article to the Wrist of the user. Device 101 features at least one

physiological sensor 102 for measuring at least one physi
ological parameter of the user. The function of an exemplary
sensor 102 is described in greater detail beloW.
The device 101 may optionally feature a vibration sensor

tures a controller 108 for controlling functions of gateWay
device 110, such as communication With device 101 for

example.

diagram of a system according to the present invention. As

example by being attached With a Wri stband or other fastening

tion, gateWay device 110 is located relatively close to the user

35

123, preferably a pieZoceramic sensor, Which is not in direct

optionally be a direct dial-up modem connection With DTMF
coding or TCP/IP using regular LAN or dial-up modem con
nection to an ISP, for example. In any case, data link 120 may
optionally be a Wired or Wireless link, for example through a
cellular telephone and/or land-based telephone system, or a
combination thereof.
Remote server 114 may be controlled by a system admin
istrator 112, Which may be a person (for manual operation) or

contact With the skin of the user. Sensor 123 measures the
movement of the Wrist. The output of sensor 123 can be used

by a processing unit 103 to capture the movement of the Wrist

a softWare program (for automatic operation), or a combina
tion thereof. Remote server 114 also preferably features a

and to recover some noise received by sensor 102, Which is

database 113 for storing data received from gateWay device

caused by such movement.

110.

Device 101 may include additional ambient sensors 130 or

additional measuring routines for measuring other param
eters. For example, device 101 may optionally have a humid

ity sensor for measuring the ambient humidity. An exemplary
humidity sensor may be the Humidity Gauge manufactured

45

indicate of alert activation or a loW battery level.
Physiological sensor 102 is preferably part of a sensor

by HoneyWell.
In order to support processing of the measured physiologi
cal parameter or parameters, processing unit 1 03 may option
ally include intemal RAM and non-volatile program memory

Device 101 may also feature a manually operated panic
alarm button 116 to be manually activated by the user, for
example if the user is in distress. Device 101 may also option
ally feature a LED display 118, for example in order to

50

assembly. Without the intention to limit in any Way, the fol
loWing discussion centers on such a physiological sensor 102,
Which contains a pieZoceramic transducer for generating an

(not shoWn).Also processing unit 103 may optionally include

electrical signal, having amplitude corresponding to the mag

an extended data memory 105 located externally to process

nitude of applied pressure. Therefore, if at least a portion of
the transducer is located adjacent to, and in physical contact
With, an area of the Wrist Where blood pressure pulses may be

ing unit 103. Processing unit 103 preferably executes at least
one instruction for processing the data obtained by sensor
102.
Examples of such processing units 103 include but are not

55

detected, the transducer generates electrical pressure pulses
corresponding to the detected blood pressure pulses. Each of

limited to PIC18LC452 by Microchip Technology Inc.,

the electrical pressure pulses preferably de?nes a maximum

Which contains 10 channels of 10 bit A/D converters, a 1.5K

voltage over a systolic interval and a minimum voltage over a

bytes of internal RAM and 32K Bytes of non-volatile pro

60

gram memory.
Extended memory component 105 is preferably an electri

Although a pieZoceramic sensor is used as a pressure trans

ducer according to a preferred embodiment of the invention,
it should be appreciated that other transducers knoWn to the
art may be employed Without departing from the spirit of the

cally erasable non-volatile external memory component.
Examples of such a memory component include but are not

limited to FM24CL64-S (Ramtron, USA), With 64 Kbit of
fast access read/Write serial memory for storing temporary

data related to the sampled physiological parameter.

diastolic interval.

65

invention. Examples of such sensors include but are not lim

ited to pieZoelectric transducers, resistive strain gauges and
pressure sensor made of ?ber-optic techniques.
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The pieZoceramic transducer is desirable for the present

(Nordic), Which operates in the universal ISM band (433.92

invention since the transducer measures the direct effect of
the pres sure exerted Within the radial artery, While other trans

enabled-transceiver operating bi-directionally in the 2.4 GHZ

ducers, for example resistive strain gauges, measure second

band.

ary effects such as the strain forces that are applied at the

surface of the skin due to the expansion of the radial artery.
PieZoceramic transducers are also cheaper than pieZoelectric

Device 101 preferably has its oWn unique identi?er, stored
in non-volatile data storage, more preferably in memory 105.
Each time device 101 sends a Wireless message to gateWay

transducers but still produce a high-quality signal.
As shoWn With regard to FIG. 1, the analog output of sensor
102 is ?rst preferably treated by an analog front-end 119,

device 110, device 101 also preferably sends the unique iden
ti?er to gateWay device 1 1 0, although optionally the identi?er
may be sent only periodically, for example once per day.

MhZ), an infrared transceiver, and a “Bluetooth” protocol

Which more preferably contains analog selector to select the

GateWay device 110 also preferably sends a message to a

appropriate sensor folloWed by an analog ?lter (not shoWn).
As a non-limiting example, this analog ?lter preferably has a

particular device 101 by including the device identi?er in the
message, thereby specifying Which such device should

cutoff of about 20 HZ, a linear phase response, a ?at amplitude
response up to 10 HZ and an ampli?cation of about 3 for

receive the message.
As previously described device 101 preferably has its oWn

acquiring the full spectrum of a typical blood pressure pulse.

real time clock 117. For periodic monitoring of the user, real
time clock 117 is preferably used to provide a time tag for
each set of results. This time tag is very important for con

The ?ltered signal then enters A/ D converter 109.

Processing unit 103 preferably controls the operation of
A/D converter 109. When a physiological measurement is
initiated, A/D converter 109 starts sampling the ?ltered ana

tinuous monitoring of the user for long periods of time. By
20

log signal of sensor 102 from analog front-end 119, prefer
ably at a rate controlled by processing unit 103. This rate is
optionally and more preferably 80 samples pet second as to
over sample the data by a factor of 4 to maintain a good

quality sampled signal. A/D converter 109 preferably trans
fers the analog data into a digital coded Word, optionally at
resolution of 10 bits per sample, for example.
An exemplary measuring period may be about 30 seconds
in Which data is gathered at processing unit 103. Processing

25

unit 103 preferably operates a softWare program for examin

30

examining the data recorded over of the user for long period
of time, a change or alteration in the health condition of the
user may be detected. Real time clock 117 may optionally be

implemented by separate hardWare such as RTC8564 (EP
SON, US) for example, or alternatively by a softWare pro
gram for operation by processing unit 103.
In some embodiments of device 101 the output of real time
clock 117 may be displayed on one ofdisplays 118 or 124 for

displaying the date and time.
Device 101 may also optionally feature a Watchdog 115,
Which monitors the function of device 101. If the end of a

ing the validity of the sampled data, in order to determine

Watchdog time period is reached, device 101 is assumed to

Whether the data contains some indications of legitimate
physiological data (such as of a blood pressure pulse of an
artery) or alternatively Whether the data contains only noise or
poor readings. In the second case, A/D converter 109 prefer
ably starts sampling the signal again in order to obtain data for
measurement. This process preferably continues until the
softWare determines that suf?cient valid data has been col
lected or after a feW successive rejections (usually after 3

have a fault in its operation, and a master reset is preferably

times).

initiated automatically.
Device 101 also preferably features a poWer source such as
35

batteries include but are not limited to the silver oxide coin

battery model 386 (Panasonic, Japan) having 150 mAh in
capacity With a pulse burst of 75 mA for a short period of time
40

Then, the softWare program preferably performs an algo
rithm for calculating some medical parameters from the
sampled data, such as the calculation of systolic and diastolic

shoWn With the preferred but exemplary implementation of a
45

of the device of FIG. 1). Battery 106 may optionally be
replaced With a plurality of smaller batteries (not shoWn). The
50

116.

The calculated parameters are also optionally and prefer

For this exemplary implementation, sensor 102 is in physi
55

sent to remote server 114 are sent according to a security

protocol for maintaining the privacy of the user.

Furthermore, the softWare program preferably performs
another algorithm for generating an alert if the medical
parameters have values beyond or otherWise outside of the

60

normal expected values.
Although a one-Way link from device 101 to gateWay
device 110 may be used, device 101 preferably features a
tWo-Way communication link as shoWn for link 121, for
establishing more reliable communication With gateWay

device 110. Examples of communication units 104, 107
include but are not limited to an RF401 UHF transceiver

device preferably features a processor 314 (Which may
optionally be similar or identical to the processing unit of the
device of FIG. 1. The components of the device are preferably
held by a case 306.

ably displayed on a local LCD display 124, so the user can

vieW the last medical results locally.
More preferably, data for all medical parameters that are

pieZoceramic sensor as previously described. The device also

optionally and preferably features battery 106, and a push
button 316 (for optional implementation of the panic button

The calculated parameters are then preferably stored in
memory 105. The data stored in memory 105 is preferably
transmitted to gateWay device 110 periodically, or alterna

tively or additionally after manual operation of panic button

(about 5 sec for each pulse). Battery 106 optionally and
preferably contains enough energy to poWer the device for
more than one year of operation Without being replaced.
FIG. 2 shoWs an exploded vieW of an exemplary device
according to FIG. 1 . As shoWn, the device features sensor 102,

blood pressure using a method as disclosed in Us. Pat. No.

4,418,700, Which is hereby incorporated by reference as if
fully set forth herein.

a battery 106, Which poWers device 101. Examples of suitable

65

cal contact With an anvil 300 via a protrusion 302. Protrusion
302 is Welded, optionally by a laser, on one side to the center
of anvil 300 and on the other side to the center of sensor 102.

Anvil 300 is pressed against the skin of the Wrist of the subject
(not shoWn), more preferably at a pulse point. Anvil 300 may
optionally be a rigid disk made for example of polymer, or
optionally a metal, such as gold plated copper or stainless
steel, for example. Of course, any other type of suitable mate
rial, or combinations of materials, may also optionally be
used. Anvil 300 therefore collects and integrates the pressure
Waves, Which are associated With each pulse of the blood of
the subject, from the area beloW anvil 300. This pressure is
preferably transferred from the center of anvil 300 to the

US 7,598,878 B2
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center of sensor 102 via protrusion 302. Sensor 102 then

In the next case Where the device exits its “Sleep” state, an
external real time clock signals the device to execute an

emits voltage to form a signal, preferably according to a linear

output. By using this architecture, the present invention may

automatic check. Then, the process enters “Supervise” state
as discussed in the above paragraph, only that this time for

measure the blood pressure pulse Without blocking the blood
How in the artery.

saving battery life, the device initiate the “Tx/Rx” process

This signal is then received by processor 314, Which pref

only once for a feW successive times sending all the accumu

erably extracts medical information from the measurement of

lated data in one transmission. Then, the device preferably
enters a “Sleep” state unless the measured parameters exceed
a prede?ned threshold at least once, but preferably for a feW

the physiological parameter. Processor 314 optionally and
preferably features a crystal oscillator 312, for stabiliZing the
internal clock of processor 314. Processor 314 may commu

successive measurements. In this case, the device initiates an

nicate With the real time clock of the device (not shoWn). Also

automatic alarm entering the “Alarm” state, if the device has
permission to do so, as previously described.

not shoWn are the extended memory, transceiver (communi

cation unit), A/D converter and analog front end of the device.
Processor 314, oscillator 312 and push button 316 are all
then preferably sandWiched betWeen battery 106 and a device

When a timer for a supervise process has been running or
after an alarm, the device preferably exercises an automatic
check as described above, and after that initiates a transmis
sion to the gateWay device including all the data collected

cover 304. Device cover 304 preferably features a soft por

after the last transmission. Then the device preferably Waits

preferably mounted on a PCB board 308. PCB board 308 is

tion, Which may be rubber for example, for enabling the user

for acknoWledge, preferably repeating the transmission again

to locate and depress the panic push button through push

if not receiving such an acknoWledge message. In the

button 316.

20

An o-ring 310 is preferably used for Waterproof sealing
betWeen cover 304 and the: case 306 of the device. Anvil 300
then is held betWeen sensor 102 and the skin of the user (not

shoWn), for example.
According to an alternative implementation of the device
of FIGS. 1 and 2, sensor 102 and anvil 300 could optionally be
located in the Wristband for af?xing the device to the Wrist of

25

the user (not shoWn).
FIG. 3 is a state How chart of the operation of the device. As

the device softWare begins operation for the ?rst time, the
softWare preferably makes some initialiZations using default
values. Once the device has been initialized, the software

30
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is assumed to have a fault in its operation, and a master reset

is preferably initiated automatically.
The device is preferably “Woken up” according to one of
three triggers. First, the device is preferably Woken up When

40

the user presses a panic button manually. This process is

nical reasons a technician Wants to change the operation
softWare, the device enters “Boot Loader” state Where a neW
softWare is loaded “on the ?y” Without a need to disconnect
the batteries.
Other exemplary embodiment may use additional routines
and modes, such as a mode ihat veri?es Whether the user is in

initiated every feW minutes and transmit acknoWledge to the
gateWay. The gateWay Waits for those signals and if in a
certain WindoW of time, for example 30 minutes, an acknoWl
edgment has not been received, the gateWay calls the medical
center and reports that the user is missing.
FIG. 4 describes an exemplary message format for
exchanging messages betWeen the device and the gateWay
device. Every message preferably starts With a preamble STX

byte (hex 7E), folloWed by a byte Which contains the number
of bytes in the current message, and three bytes of address,
folloWed by a command byte and its corresponding data

shoWn by the “Alarm” state. The device then preferably
immediately starts a transmission to the gateWay device, con
taining a distress indication and the device identi?er. Then the
device enters a receiving mode for a feW seconds, Waiting for

acknoWledge message Without a command is received, after
Which the device preferably returns to sleep mode.
In the third case, the device exit “Sleep” mode if of tech

the user’s premises for example. This mode is optionally

preferably triggers a Watchdog function shoWn as a “Watch

dog” process, and then enters a sleeping mode for saving
battery life, shoWn as a “Sleep” process.
If the end of a Watchdog time period is reached, the device

acknoWledge message, a command for the device can be
stored. In such a case the device performs this command and
then the device sends an acknoWledge message to the gateWay
device. This process may optionally continue until an

45

bytes. This is folloWed by tWo bytes of CRC and an ETX byte

acknoWledge (ACK) from the gateWay device. This process is

(hex 7B).

shoWn as a “TX/RX” state.

As such, the message is a variable length message With
strong error detection and correction method for enhanced

If the acknoWledge message is not received Within this
period of time a repeated message is initiated. Additional
transmissions are initiated, if necessary. HoWever, if after a
prede?ned number of repeated times an acknoWledge mes

50

communication reliability. Each message optionally and
preferably contains a loW battery indication, if necessary.
In case of a unidirectional communication link betWeen the

sage is not received, an error message is stored Within a log

device and the gateWay, a repeated message is preferably

and no more tries are made. More preferably an indication

transmitted for a prede?ned number of times, such as 20 times

LED starts blinking for a feW seconds, optionally With an
audible alarm. Then, the process returns to the “Sleep” state.

for example, after Which the device preferably enters a sleep
55

After receiving acknoWledge, the process turns to “Super

gateWay device, an acknoWledge message is preferably

vise” state, Where the device collects data from its sensors,
preferably calculates some medical information concerning
the current physiological status of the user. Then, the device
turns into “Tx/ Rx” state, Where the device transmits a mes

returned by the gateWay device and vise versa. This message
may also contain a command for the device encoded in the
60

sage containing the identi?er, and the calculated medical
parameters. And if the received ACK contains no commands
the device returns to the “Sleep” state, otherWise the device
does the command and sends an ACK to the gateWay. The
gateWay returns an ACK With another command to continue
or Without a command to terminate this process. After doing
the last command the device returns to the “Sleep” state.

ing mode if no ansWer is received.
In case of a bi-directional link, for each message sent to the

CMD byte Within the message. Commands could optionally
include, but are not limited to, one or more of the following:

65

1)
2)
3)
4)

Get/Set service type
Get/Set device ID
Set interval betWeen successive medical checking
Set interval betWeen successive supervision transmis

sions

5) Set Time and date
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6) Set threshold for automatic alerts
7) Set device calibration

thread and transmits a set of results to gateWay 110. GateWay

110 optionally and preferably stores those results and upon
establishing the connection With the call center, gateWay 110

Each time the device sends a message to the gateway, the

device may optionally contain a Battery OK/Battery LoW

transmits the results to the call center.

indication for the battery situation. This signal preferably
appears three months before the battery ?nishes, enough time

ing activation push button 558 for long period of time (eg

In other embodiments, the panic thread starts upon press

to ask the user to replace the battery.
Each time the device sends a supervise-type message to the

above feW seconds, 5, 6 etc.), thereby initiating a call to
medical center. In contrast, pressing activation push button
558 for a short period of time, for example shorter than a

gateWay, the device preferably sends also all the medical data

second, starts an automatic measuring thread. It should be

stored in its memory With that message.
Each time the gateWay device sends a command back to the
device, the device preferably returns an acknowledge mes
sage With a 3 bit message serial number to the gateWay device,
in order to ful?ll a full handshake betWeen the tWo. If the

noted that the terms “activation push button”, “panic push
button”, “panic button” or “push button” may be used inter

changeably herein.
The measuring thread optionally and preferably starts by

gateWay device does not receive acknoWledge from the
device Within a feW seconds, the gateWay device preferably
sends its transmission message again With the same serial

scanning the available sensors 102 for a ?rst sensor 102 that

produces a valid signal (see FIG. 1). A valid signal is de?ned
as a signal that meets prede?ned requirements including but
not limited to, one or more of the signal amplitude being
Within a certain range, frequency being Within a certain range

number. The message may even be repeated a feW times, each

time Waiting for acknoWledge. If acknoWledge is not
received, a logbook is updated With an error message, and

20

more preferably an indication LED is turned on for error

indication.
FIG. 5 shoWs an exploded vieW of a device 500 according
to exemplary embodiments of the present invention. In addi
tion to, or in place of, measuring blood pressure, device 500

The medical information is preferably transferred to gateWay
110, after Which device 500 enters into Sleeping mode.

Upon receiving the aWakening signal from a timer Within
25

may optionally measure other activities of the body including
but not limited to ECG, tonus activity, temperature and the
SpO2 (oxygen saturation in the blood) value in the blood of
the user, for example.
Device 500 in FIG. 5 may be similar to an expanded Wrist

surements, the results are sent to the remote server 114 (FIG.

1) via gateWay 110.
30
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communication unit 104, inside device 500, While the far end
of long band 576 may comprise temperature sensor 580 con

nected by pair of Wires (not shoWn) to the internal circuitry,
both of Which are described in greater detail beloW.
Device 500 may optionally be used to measure blood pres
sure pulse using pieZoceramic transducer 540 to generate an

case 550 ofdevice 500 by tWo arcs 530 and 531. Each arc 530

and 531 preferably has a vertical portion and a horizontal
40

sensor 540 and anvil 510, and is pressed against loWer case
550 holding sensor 540 in place. The vertical portions of arcs
530 and 531 are preferably a?ixed into an appropriate slot in

electrical signal. The amplitude of the electrical signal from
pieZoceramic transducer 540 corresponds to the magnitude of
pressure applied thereto. PieZoceramic transducer 540 may
be a common pieZoceramic buZZer, made of PZT material,

loWer case 550 of device 500.

and may optionally and additionally be used as a common

LoWer case 550 may optionally have one or more electrical 45

boards 554 and 556 that comprise the electrical circuitry,

buZZer, Which receives the alarm signals from processing unit
103 (see FIG. 1) and produces the alarm sound. The alarm

sound is generated by forcing voltage over pieZoceramic

Which is disclosed in conjunction to in FIG. 1 and or FIG. 5,
of the device including batteries 553. A vibration sensor (an
accelerometer) may optionally be connected to one of boards
554 or 556.

TWo bands 574 and 576 are optionally connected to loWer
case 550 and are preferably used to fasten the device to the

Wrist of the user. The long band 576 may optionally have a
?exible conductive Wire (not shoWn) Which functions as an
antenna, and Which is connected to the transmitter of the

Whose center is loWer case 550. All other components are

portion. The horiZontal portion is preferably placed betWeen

the real time clock, device 500 may inform the user that a

measuring process is initiated. Upon terminating the mea

Watch in shape, Where bottom anvil 510 is the section Which
lies ?at against the Wrist. This forms the base of device 500
built onto loWer case 550, culminating at the top With face
plate 557, upon Which are mounted a number of additional
components including sensors.
Sensor 540 is optionally and preferably attached to loWer

and so forth. The valid signal is processed by the appropriate
analog front-end 119 and processing unit 103 (see FIG. 1).

transducer 540, Which then buZZes for the duration of the

alarm signal.
50

The exemplary sensor for sensing blood pressure pulse

preferably comprises three elements: anvil 510, protrusion

Device 500 is preferably covered by a top cover 557, that
optionally and more preferably has tWo electrodes 560 and

561, SpO2 sensor 566 and optionally a single push panic

520 and pieZoceramic transducer 540. Protrusion 520 is pref
erably Welded, optionally by a laser, on one side to the center

button 558 that is preferably pressed by the user upon com

of anvil 510 and on the other side to the center of pieZocer

mencement of a measurement period, or if the Wearer presses 55 amic transducer 540. Anvil 510 is pressed against the skin of

panic button 558.
Pressing the ?exible portion 563 Within top cover 557
causes panic button 558 to be pushed, and preferably initiates

the Wrist of the subject (not shoWn), more preferably at a pulse
point. Anvil 510 may optionally be a rigid disk or other
structure, made for example of polymer, or optionally a metal,
such as gold plated copper or stainless steel, for example. Of

an automatic process Within device 500. Device 500 prefer

ably checks With gateWay 110 (see FIG. 1) as to Whether the

60

in conference With the call center, then device 500 preferably
initiates the panic thread. The panic thread starts by establish
ing a connection With the call center via gateWay 110 (FIG. 1).

In parallel, device 500 preferably initiates the measuring

course, any other type of suitable material, or combinations of

materials, may also optionally be used.

user is already in a conference With the call center. If device
500 is found to be in a conference With the center, then device
500 may optionally start a measuring thread. If the user is not
65

Anvil 510 therefore collects and integrates the pressure
Waves, Which are associated With each pulse of the blood of
the subject, from the area of skin beloW anvil 510. This
pressure is preferably transferred from the center of anvil 510
to the center of pieZoceramic transducer 540 via protrusion
520. PieZoceramic transducer 540 then emits voltage to form
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a signal, preferably according to a linear output. Protrusion
520 preferably is able to focus the input pressure, therefore

In another exemplary embodiment, A/ D converter 109 (see
FIG. 1) may be integrated into processing unit 103. Process
ing unit 103 processes the ECG signal and generates medical
information such as, but not limited to, heart rate, regularity in
heart rate, breathing rate, arrhythmia of the heart (if any), as
Well as the general rhythm and functioning of the heart for
example. The medical information is then transferred to the
call center via gateWay 110 (FIG. 1).
Device 500 may optionally be used for measuring the
oxygen saturation in the blood (SpO2) by using SpO2 sensor
566. Sensor 566 optionally and preferably has tWo light

increasing the output signal of pieZoceramic transducer 540.
Therefore, if at least a portion of anvil 510 is located
adjacent to, and in physical contact With, an area of the Wrist
Where blood pressure pulses may be detected transducer 540

generates electrical pulses corresponding to the detected
blood pressure pulses. Each of the electrical pressure pulses
preferably de?nes a maximum voltage over a systolic interval
and a minimum voltage over a diastolic interval. The electri

cal signal from transducer 540 is preferably ampli?ed by
analog front end 119 and transferred via A/ D converter 109 to

sources, optionally by tWo LEDs (light Emitting Diode) and

processing unit 103 (see FIG. 1). Processing unit 103 pro

a photoelectric detector for example. One of the LEDs emits
in the infrared band and the other emits in the red band.
FIG. 6 is a system diagram of an exemplary method of

cesses the digital signal and may deliver a plurality of medical
information based on the measurement of blood pressure

rate, breathing rate, arrhythmia of the heart (if any), general

placement of SpO2 sensor 566 in faceplate 557 (of device
600). The tWo LEDs and the photoelectric detector (not

rhythm and functioning of the heart as Well as the blood
pressure amongst others.

platform 568 Which is supported by ?exible support 630.

pulse including but not limited to heart rate, regularity in heart

Device 500 optionally and preferably features tWo conduc

shoWn here) of SpO2 sensor 566 are optionally installed over
20

Support 63 0 may optionally be any material Which can absorb
and exert pressure, including but not limited to a spring, piece
of rubber, a sponge, ?exible Wing and so forth. Support 630 is
locked in a niche 615 in faceplate 557. The edge of niche 615
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Which is more preferably ?exible and opaque. Material 620

tive areas 560 and 561 at the top. In the bottom part of device
500, anvil 510 preferably has a conductive area 515, Which
preferably sits adjacent to the skin of the user. In some exem
plary embodiments, conductive area 515 may cover the Whole

of anvil 510, a non-limiting example of Which is constructing

is optionally and preferably surrounded by material 620,
may optionally be any ?exible opaque substance including

anvil 510 of metal. Each of conductive areas 560, 561 and 515
is preferably electronically connected, as one of the sensors

but not limited to rubber, sponge, ?exible Wings and so forth.
To perform SpO2 measurement, the user presses a ?nger

102, to an analog front-end 119 (FIG. 1).
Conductive areas 560, 561 and 515 may optionally and
preferably be made of metal, polymer coated With a conduc
tive layer or any other conductive material including but not
limited to gold plated copper. Conductive areas 560, 561 and
515 form three electrodes that may be used for measuring
electrochemical activity of the user’s body (e.g. ECG, or
tonus activity). This activity measures the effects of electric
ity on chemical and biological activities in the body, and is
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inside niche 615 and responding to the pressure With a pre
determined force, Which is a result of the mechanical proper
ties of ?exible support 630. The force is predetermined to as
to avoid disturbing the blood ?oW in the tissue. The skin of the

?nger (not shoWn) that surrounds sensor 566 is therefore

pressed against ?exible opaque material 620, thereby block

referred to hereinafter as electrochemical activity.

For optionally measuring ECG, the user has to touch,
simultaneously, the tWo conductive areas 560 and 561 With
the user’ s second hand, for example With tWo ?ngers, to form

against sensor 566, thereby pushing sensor 566 and platform
568 against ?exible support 630 in the direction of faceplate
557. Flexible support 630 absorbs part of the force by moving
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ing light creating a dark space around the measuring area
Which prevents the surrounding light disturbing the measure
ment process. Upon depression of sensor 566, processing unit

three measuring points including the skin portion, on the ?rst

103 (FIG. 1) initiates the SpO2 measuring thread. Processing

hand, that is adjacent to conductive area 515. The three elec
tronic signals from conductive areas 560, 561 and 515, are

unit 103 instructs the current drivers in analog front-end 119
(FIG. 1), Which is associated With sensor 566, to force current
through the LEDs alternately in sensor 566. The re?ected

transferred to analog front-end 119 (FIG. 1). Analog front
end 119 extracts the ECG analog signal from the three signals

45

ferred to processing unit 103 (FIG. 1). Analyzing the analog

light from the ?nger is received by the photo detector, Which
converts the photons into electronic signal. The electronic

by using the signal of one electrode as a reference and ampli
fying the differential voltage betWeen the other tWo elec
trodes. The ECG analog signal is then transferred to A/D
converter 109 and from there the digital ECG signal is trans

signal is fed, as one of sensors 102, to analog front end 119.
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Analog front-end 119 processes the analog signal and trans
fers the processed analog signal to A/D converter 109 (FIG.
1). The digital signal is transferred to processing unit 103

signal to extract the ECG signal may be done by electrical

(FIG. 1), Which processes the digital signal and generates the

circuits that are knoWn in the art.

SpO2 ?gure. This information is then transferred to the call
center via gateWay 110 (FIG. 1).

Additional medical information may be determined from

the ECG signal. For example, information about breathing
rate may be processed based on methods that are described in
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the prior art. An exemplary method is disclosed in the folloW

ing article: “Derivation of Respiration Signals from Multi
lead ECGs”. By George B. Moody, Roger G. Mark, Andrea
Zoccola and Sara Mantero. This article originally appeared in
Computers in Cardiology 1985, vol. 12 pp. 113-116 (Wash
ington, D.C.: IEEE Computer Society Press), Which is hereby
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incorporated by reference as if fully set forth herein.
Other medical information that may be produced by pro
cessor unit 103 (FIG. 1) is the Pulse Wave Transit Time

(PWTT), that may be determined by measuring the time delay
betWeen the electrical pulse of the heart, measured from the
ECG signal and the time of the blood pressure pulse.

The signal that is collected from the SpO2 sensor may also
optionally be used for producing other heart related informa
tion. For example, processing the signal that re?ects the inten
sity of the re?ected IR light may produce information such as
heart rate, PWTT, irregularity of heart rate etc.
Other exemplary embodiments may have the SpO2 sensor
installed instead of the blood pressure pulse sensor (anvil 51 0,
protrusion 520 and pieZoceramic sensor 540). In this embodi
ment the re?ected light is received from the Wrist instead of

the ?nger.
Returning to FIG. 5, device 500 may optionally have a
65

temperature sensor 580 Which is installed at the far end of
long band 576. Temperature sensor 580 preferably includes a
thermistor located in a metal cup and is connected via tWo

US 7,598,878 B2
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?exible conductive wires (not shown) that run along the band

as a reference and amplifying the differential voltage
between the other two conductive areas.

into the lower case of device 500. The two wires are con

2. The system of claim 1, wherein a rate of sampling
determined by said processor is at least partially determined
according to a type of physiological parameter being mea
sured.
3. The system of claim 1, wherein at least one conductive

nected as one of sensors 102 (FIG. 1) to analog front-end 119.

Analog front-end 119 converts the changes in the resistance
of the thermistor into an electrical signal with magnitude
proportional to the temperature of the user. The analog signal
is converted into digital signal by A/D Converter 109 and
transferred to processing unit 103. Processing unit 103 con
ver‘ts the digital signal into temperature information and
sends this temperature information via gateway 110 to the call

area comprises an anvil.

4. The system of claim 1, wherein said physiological
parameter is tonus activity.

center.

5. The system of claim 1, wherein said the at least one

Temperature sensor 580 is preferably installed in a pro

physiological parameter is selected from a group consisting

tected solid housing. The solid housing may optionally be

of heart rate; regularity in heart rate; breathing rate; arrhyth

made of polymer, metal, gum or any material able to provide

mia of the heart, and overall rhythm of the heart.
6. The system of claim 1, further comprising:

the necessary properties.
To start measuring the temperature of the user device 500 is
optionally removed from the user’s hand and sensor 580 is

(e) a non-volatile memory for storing at least one instruc

preferably pressed against the user’s armpit (not shown).
In the description and claims of the present application,
each of the verbs, “comprise” “include” and “have”, and
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conjugates thereof, are used to indicate that the object or
objects of the verb are not necessarily a complete listing of
members, components, elements or parts of the subject or

subjects of the verb.
It will be appreciated that the above descriptions are

a wristband.
25

intended only to serve as examples, and that many other

embodiments are possible within the spirit and the scope of
the present invention.
What is claimed is:
1. A system for measuring at least one physiological
parameter of a subject, comprising:
(a) a fastening article for being fastened to the wrist of a
?rst hand of the subject;
(b) a measuring device for measuring at least one physi

ological parameter of the subject, said measuring device

10. The system of claim 9, further comprising a wire
located at said wristband, wherein said wire is connected to
said communication unit as an antenna.
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11. A The system of claim 1
wherein said communication unit is con?gured for at least

continuously transmitting data; and
wherein said medical information is accessible to the sub
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con?gured to be attached to the wrist by said fastening

article;

ject, and wherein said medical information is selected
from the group consisting of: breathing rate, diastolic
blood pressure, systolic blood pressure, level of sweat,
oxygen saturation in the blood, glucose levels in the
blood, tonus activity, Pulse Wave Transmit Time

(PWTT).

(c) three separate conductive areas on a surface of said

12. The system of claim 1, wherein said remote location is

measuring device, said conductive areas con?gured to
measure electrical activity of the subject, said three con
ductive areas arranged in one of the following con?gu
rations:
(i) a ?rst conductive area con?gured to be in contact with
at least a portion of the wrist, second and third con
ductive areas con?gured to be touched by two ?ngers
of a second hand of the subject;
(ii) ?rst and second conductive areas con?gured to be in
contact with at least a portion of the ?rst hand and a
third conductive area con?gured to be touched by a
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second hand of the subject;
(d) a processor for continuously receiving a signal from
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further de?ned as a remote server in communication with said

mobile gateway device.
13. The system of claim 12, wherein at least one of a

communication link between said mobile gateway device and
said remote server includes a telephone line.
45

14. The system of claim 1, wherein said transmitted data is

analyZed at least partially automatically by said mobile gate
way device.

15. The system of claim 1, wherein said measuring device
and said mobile gateway device communicate bi-direction
ally, such that a message transmitted from said measuring

device is acknowledged by said mobile gateway device, and
such that if said mobile gateway device does not acknowledge
correct reception of said message, said measuring device
transmits said message again.

said measuring device and for continuously converting
said at least one measurement to form medical informa

tion;
(e) a communication unit con?gured for at least continu

tion for execution by said processor.
7. The system of claim 1, wherein said communication unit
also transmits a device identi?er for uniquely identifying the
device.
8. The system of claim 7, wherein said communication unit
also receives data.
9. The system of claim 8, wherein said fastening article is
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16. The system of claim 1, wherein at least one of a com

cessor and con?gured for at least continuously transmit

munication link between said measuring device and said
mobile gateway device is selected from the group consisting

ting said medical information; and

of a wireless link and a wired link.

ously receiving said medical information from said pro
(f) a mobile gateway device con?gured for at least receiv
ing said medical information from said communication
unit and for at least transmitting said medical informa
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the subject.

tion to a remote location;

wherein said system is con?gured to be carried by the

subject; wherein said physiological parameter includes
an electrocardiogram (ECG) signal; and
whereby said ECG signal is extracted from said three con
ductive areas by using the signal of one conductive area

17. The system of claim 1, wherein said measuring device
automatically performs a measurement of the physiological
parameter upon manual activation of the measuring device by
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18. The system of claim 17, wherein said data is automati
cally transmitted to said mobile gateway device upon said
manual activation.
19. The system of claim 18 wherein, upon manual activa

tion of the system by the subject, said physiological param

US 7,598,878 B2
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eter is continuously converted to form medical information

30. A method of measuring at least one physiological

and said mobile gateway device continuously transmits said

parameter of a subject, With the system of claim 1, including
the steps of:
fastening the fastening article to the Wrist of the ?rst hand
of the subject;
measuring at least one physiological parameter, including
an electrocardiogram (ECG) signal, of the subject by a
step chosen from the group consisting of:
i) measuring electrical activity of the subject at a ?rst

medical information.

20. The system of claim 1, Wherein said measuring device
automatically and periodically performs a measurement of
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the physiological parameter.
21. The system of claim 20, Wherein at least one member of

the group consisting of the frequency of said periodic mea
surement and the time period during Which measurements are
stored is modi?able.
22. The system of claim 20, Wherein said data is automati
cally transmitted to said mobile gateWay device if said mea
surement is outside of an acceptable range.
23. The system of claim 22, Wherein said measurement is

conductive area contacting at least a portion of the

Wrist, and measuring electrical activity at a second
and a third conductive areas by touching by tWo ?n
gers of a second hand of the subject;

ii) measuring electrical activity of the subject at the ?rst
and second conductive areas con?gured to be in con
tact With at least a portion of the ?rst hand and a third
conductive area con?gured to be touched by the sec

combined With another measurement of at least one other
parameter to determine if said measurements are outside of

said acceptable range.
24. The system of claim 1, Wherein said mobile gateWay

ond hand of the subject; and

device is con?gured for automatically receiving and relaying
said medical information, Wherein said medical information
is relayed according to a packet format.
25. The system of claim 24, Wherein said packet format is
chosen from the group consisting of: an Internet format,

GPRS (general packet radio service), an SMS (Short Message
Service) format, an MMS (Multi Media Service) format,
electronic mail, and lntemet based messaging.

iii) combinations thereof;
20

using the signal of one conductive area as a reference

and amplifying the differential voltage betWeen the
other tWo conductive areas;
25

at least one measurement to form medical information;

processor to the communication unit, the communica

tion unit continuously transmitting the medical informa
30

protocol for maintaining the privacy of the user.

mation to a remote location.

clock for providing at least one time tag for said at least one

29. The system of claim 1, said measuring device further
comprising a memory for storing said continuously measured
physiological parameters, Wherein said stored data is auto
matically transmitted to said mobile gateWay device upon
manual activation.

tion to the mobile gateWay device; and
the mobile gateWay device transmitting the medical infor

31. The method of claim 30, further including the step of,

28. The system of claim 1, further comprising a real time
measurement.

continuously sending a signal from the measuring device to
the processor, the processor continuously converting the

continuously sending the medical information from the

26. The system of claim 1, Wherein said at least one mea
surement is combined With at least one other measurement of
said at least one physiological parameter.

27. The system of claim 1, Wherein data for all said physi
ological parameters are transmitted according to a security

extracting the ECG signal from the conductive areas by
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if a level of at least one of the physiological parameter and the
medical information is outside of an expected range, continu

ously transmitting said medical information.
32. The method of claim 31, Wherein said expected range is
modi?able.

